A computer controlled non-invasive haemodynamic monitoring system.
A system for the non-invasive monitoring, recording and storing haemodynamic indices has been developed using an Apple II microcomputer, a Dinamap automatic arterial pressure monitor and a non-invasive cardiac output monitor based on bio-electrical impedance. This system was used during the induction and maintenance of anaesthesia. Numerical and graphical displays of heart rate, arterial pressure, cardiac output and systemic vascular resistance are available. A print-out of data can be produced for later analysis.